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Abstract—Microprocessor prosthetic knees (MPKs) have 
advanced technologically, offering new features to decrease 
impairment and activity limitations for persons with transfemoral 
amputation (TFA). The Genium knee is functionally untested, 
and functional differences between it and intact knees are 
unknown. This study sought to determine whether Genium use 
improves functional performance compared with the C-Leg. 
A randomized experimental crossover design was used, with a 
cross-section of five nonamputee controls for comparison to nor-
mal. Twenty community-ambulating persons with TFA were 
trained and tested for accommodation with study components. 
All subjects (n = 25) were assessed using the Continuous-Scale 
Physical Functional Performance-10 (CS-PFP10) assessment. 
Subjects with TFA used both MPK systems. Genium 
use improved upper-body flexibility, balance, and endurance 
domain scores (7.0%–8.4%, p </= 0.05) compared with the C-
Leg. Only in the endurance domain did Genium users score sig-
nificantly lower than nonamputees (22.4%, p = 0.05). Comparing 
the C-Leg with nonamputees, CS-PFP10 total (2.0%–24.4%, p = 
0.03) and all domains except upper-body strength were lower 
than nonamputees (–13.4% to –28.9%, p </= 0.05). Nonetheless, 
regardless of knee condition, subjects with TFAs did not equal or 
surpass nonamputees in any functional domain, suggesting room 
for improvements in TFA functional performance.
Key words: activities of daily living, balance, endurance, flex-
ibility, lower-limb amputation, microprocessor prosthetic knee, 
physical assessment, physical therapy, rehabilitation, strength.
INTRODUCTION
Studies of functional performance incorporating 
activities of daily living (ADLs) in persons with trans-
femoral amputation (TFA) are limited. Seymour et al. 
evaluated the performance of persons with TFA using two 
different prosthetic knees on an obstacle course simulat-
ing a home environment during loaded and unloaded con-
ditions [1]. Subjects walked over varying surfaces (e.g., 
rug) and around objects (e.g., trash can) commonly found 
Abbreviations: ADAPT = Assessment of Daily Activities Per-
formance in Transfemoral Amputees, ADL = activity of daily 
living, BAL = balance and coordination, CS-PFP10 = Continuous-
Scale Physical Functional Performance-10, END = endurance, 
ICC= intraclass correlation coefficient, IRB = institutional 
review board, LBS = lower-body strength, MPK = microproces-
sor prosthetic knee, NMPK = nonmicroprocessor knee, SD = 
standard deviation, TFA = transfemoral amputation, UBF = 
upper-body flexibility, UBS = upper-body strength.
*Address all correspondence to M. Jason Highsmith, PhD, 
DPT, CP(USAR); University of South Florida, Morsani 
College of Medicine, School of Physical Therapy & Reha-
bilitation Sciences, 12901 Bruce B. Downs Blvd, MDC 077, 
Tampa, FL 33612-4799; 813-974-3806; fax: 813-974-8915. 
Email: mhighsmi@health.usf.edu
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within a home setting with hands free or while carrying a 
laundry basket. When subjects used a C-Leg (Ottobock; 
Duderstadt, Germany) microprocessor prosthetic knee 
(MPK), they completed the obstacle course more quickly 
and with fewer steps than when they used nonmicropro-
cessor knees (NMPKs). Similarly, Meier et al. designed a 
customized obstacle course involving many mobility 
skills including basic ambulation, stepping up, ramp 
ascent, turning, and walking across variably resistive sur-
faces [2]. C-Leg use tended to improve task completion 
time relative to a hydraulic swing-phase control polycen-
tric knee. Task completion times were not so clearly 
improved relative to a single axis, fluid-controlled swing 
and stance knee system. Meier et al. found that use of the 
C-Leg decreased movement efficiency by 10 percent 
while completing the obstacle course in parallel with a 
mental loading task [2]. Course completion data regard-
ing time and distance were very fractionalized. This likely 
increased group variance, clouding the ability to measure 
differences between conditions. Further, a curb step was 
used and referred to interchangeably as a “stair section” 
and “step section,” which introduces some confusion and 
may not accurately reflect stair gait function. Neverthe-
less, Meier et al.’s data conflict with Seymour et al. and 
others, showing that C-Leg MPK usage increases walking 
speed during obstacle course performance, flat ground, 
and stairs [1–3]. Further, a recent systematic review’s 
findings support improved gait efficiency with C-Leg 
MPK use in laboratory walking tests [4].
Given the uncertainty between obstacle course com-
pletion time relative to prosthetic-knee type, considering 
complex walking terrains were used in one study [2] and 
household floor surfaces in another [1], further assess-
ment of household and functional tasks with MPK use is 
needed. Such assessments should more optimally test 
levels of activity and participation in accordance with the 
International Classification of Functioning, Disability 
and Health, as opposed to assessing at the body function 
and structure level. Singular task assessments (e.g., how 
fast a person walks over flat ground) test performance at 
the body function and structure level [5–6]. While indi-
vidual task assessments provide insight into prosthetic 
optimization and success with specific singular tasks, 
assessment at higher activity levels and participation will 
provide greater insight into the integration of a prosthesis 
into a person’s ADLs and their overall functional capabil-
ities.
Theeven et al. designed the Assessment of Daily 
Activities Performance in Transfemoral Amputees 
(ADAPT), a 17-item assessment scored by activity com-
pletion time and perceived difficulty [7]. The ADAPT’s 
functional activities include simulated shopping, obstacle 
avoidance, stairs, and other community-based functional 
tasks. Theeven et al. report high test-retest reliability and 
sensitivity to change. Investigators evaluated perfor-
mance on the ADAPT in persons with TFA who ambu-
lated at fixed cadence [6]. Subjects used two MPKs (C-
Leg, Compact [Ottobock]) compared with their prestudy 
NMPK systems. When analyzed by entire sample, no dif-
ference in functional performance was found between 
knee conditions despite reporting the instrument’s sensi-
tivity to change. The investigators attributed this to high 
within-group variability. When stratified into functional 
subgroups (e.g., low, intermediate, and high function), 
high and intermediate functioning persons with TFA 
completed sections of the ADAPT significantly faster 
with C-Leg and Compact knee prostheses versus 
NMPKs. This was specific to the intermediate and high 
functioning subgroups relative to tasks requiring use of 
the upper limbs during movement [6].
In two [1,6] of the three [2] studies evaluating physi-
cal functional performance in simulated ADLs, the C-
Leg demonstrated some ability to outperform NMPKs. 
Limitations in these performance assessments include a 
lack of rigorous test validation and study-design issues 
necessitating nonparametric statistical analyses. There-
fore, the contemporary literature unveils two specific 
dilemmas: first, whether MPKs truly make a favorable 
improvement in the functional performance of persons 
with TFA and second, which assessment best demon-
strates this. To determine whether an MPK can improve 
functional performance of persons with TFA, novel MPK 
systems were considered.
The Genium MPK (Ottobock) has recently been 
introduced. The established C-Leg prosthetic knee system 
receives sensor input at 50 Hz and has an 8 MHz micro-
processor in addition to a knee angle sensor to determine 
sagittal knee position and an ankle moment sensor to 
determine sagittal moments about the ankle. Beyond these 
two sensors, four additional sensors are incorporated into 
the Genium system. The four additional sensors are an 
axial pylon load sensor, a sagittal knee moment sensor, a 
biaxial accelerometer, and a gyroscope. The cumulative 
functional effects of this sensor array are the subject of 
study here; however, some functions are proposed [8–9]. 
For instance, the accelerometer determines the direction 
of knee travel, and in concert with the gyroscope, the 
accelerometer assists in determining sagittal plane shank 
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tilt and velocity to optimize knee resistance during hill 
walking. Genium’s axial load sensor measures prosthetic 
weight bearing to facilitate knee movement resistance in 
specific functions. For instance, when the user is sitting, 
less resistance is desired to facilitate knee flexion. Oppo-
sitely, increased resistance to flexion may be desirable 
during prolonged weight bearing, such as standing to pre-
pare a meal. Additionally, the Genium receives sensor 
input at an increased 100 Hz and has an 18.6 MHz pro-
cessing speed to facilitate increased responsiveness to 
changes in cadence, walking slope, posture, and move-
ment cessation [8–9].
The Genium was preliminarily studied in a high 
functioning group of subjects [9]. Results from these pre-
liminary studies show improvements at the body function 
and structure levels in persons with TFA following a very 
short 1 d accommodation with the Genium [5,8–9]. For 
instance, improvements were reported in stair ascent bio-
mechanics, knee kinematics in gait at multiple speeds, 
and weight distribution in standing [8–9]. Initial subjec-
tive response from two separate studies have demon-
strated improvements in family and social activities as 
well as in mobility and transportation with Genium use 
[10–11]. Specifically, stair and ramp ambulation as well 
as prolonged standing were perceived to be improved. 
While these results are promising, integrated functional 
performance capabilities at the activity and participation 
levels with the Genium are presently unknown. Given the 
Genium’s objectively identified preliminary improve-
ments over the C-Leg and its considerable design differ-
ences, the Genium was selected as the experimental 
prosthetic knee system in the current study to compare 
with the C-Leg, which is the most studied MPK.
To address the second dilemma of which functional 
assessment to use to test for differences between pros-
thetic knee systems, we selected the Continuous-Scale 
Physical Functional Performance-10 (CS-PFP10), in part 
for its face validity, in which participants perform tasks 
important in daily life in a serial fashion [12]. Although 
persons with TFA have not yet been assessed with the 
CS-PFP10, it has been used to assess multiple diagnostic 
groups including persons with Parkinson disease, heart 
failure, fibromyalgia, and wheelchair users, stroke survi-
vors, and nondisabled elderly [12–18]. Further validation 
is evident by the instrument’s domain scores being corre-
lated (p < 0.05) with relevant measures of physical per-
formance capacity [14]. For example, the lower-body 
strength (LBS) domain score is significantly correlated 
(intraclass correlation coefficient [ICC] = 0.69, p < 0.05) 
with knee extensor strength. A key difference in measur-
ing physical performance domains in this way is that the 
test activities are familiar to patients in terms of their 
usual activities as opposed to isolated tests that have 
seemingly little relevance to patients. Additionally, the 
CS-PFP10 was capable of distinguishing between three 
functionally distinct groups of older persons: community 
dwellers and dependent and independent long-term care 
residents. The instrument’s domain and total scores 
yielded high interrater (ICC = 0.92–0.99, p < 0.01) and 
test-retest (ICC = 0.85–0.97, p < 0.01) reliability as well 
[14]. The CS-PFP10 was determined to be sensitive to 
change, as evidenced by the ability to detect differences 
before and after a 12 wk exercise program in a relatively 
small sample of nondisabled elderly (n = 31; delta index 
revealed moderate change [0.3–0.7]) [12]. High perfor-
mance levels can be measured because no ceiling effects 
have been reported. The continuous scaling provides sen-
sitivity to discriminate small differences with a small 
number of participants and allows the use of parametric 
statistical analysis [12]. The CS-PFP10 instrument is par-
ticularly useful for smaller-sample clinical therapeutic 
efficacy trials [12], making the test an ideal choice for 
this study.
Because the Genium knee incorporates additional sensors 
to determine axial load, slope, and direction of travel as 
well as knee moments and has demonstrated improve-
ments at the body function and structure levels, we 
hypothesized that persons with TFA would experience 
improved ADL performance when using it compared 
with the C-Leg. We further hypothesized that control 
subjects would outperform persons with TFA in ADL 
function regardless of knee system used.
METHODS
The protocol was approved by the local institutional 
review board (IRB). Potential subjects were recruited by 
posting IRB-approved flyers including study information 
with local clinics, hospitals, and a national patient advo-
cacy group. Investigators screened interested persons rela-
tive to eligibility criteria. For those with TFA, inclusion 
criteria were unilateral amputation through or above the 
knee, independent community ambulation including the 
ability to descend stairs and hills without support from a 
caregiver or assistive device, and 1 yr of experience with 
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a C-Leg MPK system. Those with TFA were excluded 
from participation if there was a history of skin break-
down, socket adjustments within 90 d of screening, or any 
comorbid cardiovascular or neurologic condition that 
would impair or preclude ambulation. Additionally, an 
inability to accommodate with the Genium knee by 90 d
was an exclusion criterion. Control subjects were nonam-
putees and also had to be independent community ambu-
lators with no comorbidities that would impair ambulatory 
function. Assistive device use was also an exclusion crite-
rion among controls. All subjects had to be between 18 
and 85 yr of age in order to participate.
Design Overview and Study Setting
A randomized, experimental crossover design was 
used to compare functional differences between pros-
thetic knee conditions, and a cross-section of nonamputee 
controls was assessed for comparison to persons with 
TFA. The experiment was conducted in a university labo-
ratory credentialed to conduct the CS-PFP10 assessment.
Randomization and Interventions
At enrollment, subjects were randomly assigned off-
site to either continue with their C-Leg or be fitted with a 
Genium. On the day of knee assignment and fitting, the 
study prosthetist was notified of the assigned condition 
via telephone based on electronic random number gener-
ation (Microsoft Excel; Redmond, Washington).
Prosthetic fittings and adjustments were performed by 
a state-licensed prosthetist certified by the American 
Board for Certification in Orthotics, Prosthetics and 
Pedorthics as well as by Ottobock Healthcare for fitting 
both C-Leg and Genium MPK systems. Subjects’ own 
prosthetic sockets and suspension systems remained con-
stant throughout the experiment to prevent confounding 
from possible fit and acclimation issues. Once enrolled, 
subjects’ usual prosthetic foot was exchanged for a Trias 
(Ottobock) or, in rare cases of height constraints, an 
Axtion foot (Ottobock) to control confounding. Subjects 
used the same foot throughout the experiment. Componen-
try alignment was set to manufacturer specifications and 
verified using the LASAR alignment system (Ottobock).
Following enrollment, anthropometric data were col-
lected. Study foot and knee fittings and alignment record-
ings were conducted. All subjects then received a single 
initial training session with their respective initially ran-
domized knee system and the study foot. During the ini-
tial training, subjects were assessed for the need for 
further training. Subjects were also invited to visit the 
study prosthetist and physical therapist as many times as 
necessary for further optimization of adjustments and 
alignment and additional training. Training included spe-
cific use in the functions of the study foot and both knee 
systems, in addition to transitional movements, obstacle 
crossing, as well as gait training on ramps, stairs, at vari-
able speeds, and on variable surfaces. Training tech-
niques used in this protocol are published elsewhere [19–
20]. Except for the uniformly administered initial ses-
sion, additional training visits were counted and are 
reported in the results.
If subjects randomized to the C-Leg first, they were 
given 2 wk to receive their initial knee training and any 
necessary additional training as determined by the study 
therapist and prosthetist and to accommodate with the 
study foot prior to returning for phase A testing. Accom-
modation times for prosthetic feet are undefined and have 
ranged from 30 min [21] to 4 wk [22]. Two weeks were 
deemed sufficient to accommodate with the study foot 
based upon two nonstudy subjects’ successful foot accom-
modation during pilot testing in advance of the study. Sub-
jects who randomized to the Genium first were tested 
between 2 wk and 3 mo following Genium fitting. Once fit 
with a Genium, subjects were contacted weekly to deter-
mine whether further training was necessary as well as 
their ability to walk without personal assistance on—
1. Level ground.
2. Inclines.
3. Declines.
4. Staircases (up and down).
5. Uneven ground.
Subjects were also invited to contact investigators at 
any point following the 2 wk minimum to declare readi-
ness to demonstrate accommodation as opposed to waiting 
for the scheduled, weekly telephone call. Once subjects 
verbally acknowledged the ability to ambulate indepen-
dently on all five of the aforementioned terrains, they were 
scheduled to physically demonstrate the actual ability 
to ambulate on all terrains. This was the study accommo-
dation test (adapted from Hafner et al. [23]). The duration 
from Genium fitting to assessment was tracked and 
is reported in the “Results” section. When subjects suc-
cessfully performed the accommodation test, they were 
considered accommodated, and A-phase testing was 
scheduled. Following A-phase testing, the knees were 
switched, initial training was again provided for the second 
knee, and the process was repeated culminating in B-phase 
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testing. As determined from preliminary testing, an inabil-
ity to accommodate with the Genium knee within 3 mo 
was an exclusion criterion that would trigger removal from 
the study.
Outcomes and Follow-Up
The CS-PFP10 was administered adhering to the stan-
dardized operating procedure, including a standardized 
testing site, scripted dialog, and trained personnel. To miti-
gate rater bias, the study prosthetist, the investigator most 
knowledgeable in the study components, was not included 
as a rater. Complete CS-PFP10 instructions and laboratory 
layout measures are outlined and reported elsewhere [12]. 
CS-PFP10 scores 10 ADLs using time, distance, and mass. 
The raw data reflect the physiologic domains of function. 
The data collected per task and the domain to which they 
contribute are shown in Table 1. The test required approx-
imately 30 min to complete. Raw data (time, distance, 
mass) are converted into summary scores using a validated 
algorithm within licensed scoring software. Scaled from 0 
to 100, the summary scores include the CS-PFP10 total 
score and five individual physiologic domain scores: 
upper-body strength (UBS), upper-body flexibility (UBF), 
balance and coordination (BAL), LBS, and endurance 
(END).
Statistical Analysis
All data were entered into a database and verified by 
the study statistician (blinded) prior to analysis. Shapiro-
Wilk test (p > 0.05) and a visual inspection of data histo-
grams, normal Q-Q plots, and box plots were used to 
determine normality [25–26]. Descriptive statistics were 
calculated (e.g., means, standard deviations [SDs]) when-
ever possible. Because comparisons between MPK con-
ditions were dependent, paired t-tests (two-tail) were 
used when data were normally distributed and at the 
interval or ratio scale level. If not, then the Wilcoxon 
Signed-Rank test for differences in medians was used. 
Because prosthetic knee groups and the control group 
were independent of each other, performance compari-
sons between these groups were made using independent 
samples t-tests with normally distributed data at the inter-
val scale level or higher. Otherwise, the nonparametric 
equivalent, Wilcoxon signed-rank test for differences in 
medians was used. Effect sizes were calculated for group 
comparisons and interpreted as follows: 0.20 indicates a 
small effect size, 0.50 indicates a medium effect size, and 
0.80 indicates a large effect size [27]. Statistical analyses 
were performed using SPSS version 22 (IBM Corpora-
tion; Armonk, New York), and the protocol’s a priori 
level of significance was 0.05.
RESULTS
Subjects
Twenty five consecutively screened subjects con-
sented to participate 
Task Difficulty Task UBS LBS UBF BAL END
Low 1. Pot carry 1 m Mass — — Time —
2. Don/doff jacket — — Time Time —
3. Vertical reach — — Distance — —
Moderate 4. Pick up scarves from floor — Time — Time —
5. Floor sweep — Time — Time —
6. Laundry: transfer clothes (a) washer to 
dryer and (b) dryer to basket
Time Time — Time —
High 7. Transfer from standing to long-sit on 
floor and back to standing
— Time — Time —
8. Stair ascent/descent — Time — Time —
9. Carry groceries 70 m Mass Mass — Time —
10. 6 min walk test — — — — Distance
and completed the study; 20 subjects 
Table 1. 
Tasks, functional domains, and metrics for the Continuous-Scale Physical Functional Performance-10 (CS-PFP10). The CS-PFP10 test scores 
each task by either mass, time, or distance.
Note: Average of all tasks is given on a 0–100 scale. The formula for adjusting observed scores to a 100 point scale is reported in the Cress et al. [24]. Sum of all 
timed tasks is taken.
BAL = balance and coordination, END = endurance, LBS = lower-body strength, UBF = upper-body flexibility, UBS = upper-body strength.
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had unilateral TFA, and 5 nonamputees served as con-
trols. The five nonamputee controls included three males 
and two females with a mean ± SD (range) age of 57.2 ± 
15.7 yr (37–77 yr), body mass of 66.6 ± 9.4 kg (54–
78 kg), and height of 170.2 ± 8.6 cm (157–177 cm). Two 
control subjects were retired, and three were employed. 
Controls were healthy, reporting no cardiovascular or 
musculoskeletal conditions.
The 20 subjects with TFA included 4 females and 16 
males with a mean ± SD (range) age of 46.5 ± 14.2 yr 
(24–75 yr), body mass of 82.0 ± 15.9 kg (57–112 kg), and 
height of 177.0 ± 9.6 cm (154–192 cm). Age and height 
were not significantly different between experimental 
and control subjects; however, body mass was signifi-
cantly greater (p = 0.01) in subjects with TFA. The 
majority of subjects with TFA lost their leg because of 
trauma (15/20), four as a result of malignancy, and one 
due to peripheral vascular disease. Eleven of the subjects 
with TFA were employed, two were students, two were 
retired, and the remaining five were governmentally clas-
sified as being disabled. The mean time since amputation 
was 17.7 ± 15.6 yr (3–47 yr). The average residual limb 
length was 70 ± 30 percent (15%–100%) of the sound-
side femur, and the mean hip flexion contracture angle 
was 12.8° ± 7.7° (0°–27°) as measured manually with a 
goniometer in the Thomas Test position [28]. Eighteen 
subjects used the Trias foot. The Axtion foot was used in 
two cases because of height constraints.
Training and Accommodation
All subjects successfully accommodated with both 
knee systems. Beyond the two initial functional training 
sessions (one per knee condition), subjects did not 
require or request further training or adjustments when 
using the C-Leg, evident by subjects demonstrating mas-
tery of knee functions during initial training and by suc-
cessfully completing the accommodation test. When 
using the Genium, subjects required 0.7 ± 1.0 additional 
visits (0–4) for postfitting prosthetic adjustments. Sub-
jects additionally required 3.0 ± 1.8 visits (1–8) with the 
study physical therapist for functional training to master 
new features with the Genium knee, including stance 
locking (i.e., so-called intuitive stance), reciprocal stair 
ascent, obstacle crossing, and the stance flexion feature 
and required 67.9 ± 27.1 d (18–119 d) to successfully 
complete the accommodation test with the Genium knee 
system.
Knee Alignment
The mean distance between knee center and ground 
reaction force vector (sagittal knee alignment) when sub-
jects used the C-Leg was 3.1 ± 2.3 cm (–4.0 to 8.0 cm), 
where the force vector was anterior to knee center in the 
majority of cases. When using the Genium, sagittal knee 
alignment was 2.5 ± 2.8 cm (–3.4 to 6.8 cm). Alignment 
data were normally distributed and not significantly dif-
ferent (p > 0.05) between knee conditions.
Continuous-Scale Physical Functional Performance-10
All 25 subjects completed the protocol, and no data 
were missing. The UBF score was significantly improved 
(7.0%, p = 0.01, effect size 0.45) when subjects used the 
Genium (71.5 ± 10.3) compared with the C-Leg (66.5 ± 
12.0) (Table 2, Figure). The balance and endurance 
scores were significantly improved as well. Genium use 
resulted in 7.6 percent (p = 0.03, effect size 0.28) and 
8.4 percent (p = 0.02, effect size 0.32) improvements in 
these scores compared with use of the C-Leg. The CS-
PFP10 total score was 
Comparison
CS-PFP10 TOT UBS LBS UBF BAL END
% 
Difference
Effect
Size
% 
Difference
Effect
Size
% 
Difference
Effect 
Size
% 
Difference
Effect 
Size
% 
Difference
Effect 
Size
% 
Difference
Effect 
Size
Genium vs C-Leg 7.4* 0.28 5.4 0.20 8.1 0.26 7.0* 0.45 7.6* 0.28 8.4* 0.32
Genium vs Control 18.4 0.85 1.2 0.04 21.2 0.82 6.9 0.38 21.0 0.97 22.4* 1.05
C-Leg vs Control 24.4* 1.17 6.5 0.25 27.6* 1.13 13.4* 0.71 27.1* 1.26 28.9* 1.39
also significantly improved (p = 
Table 2.
Comparisons between control subjects and subjects with transfemoral amputation using two different microprocessor knee systems. Effect sizes 
are defined as small (0.20), medium (0.50), and large (0.80).
*Statistically significant differences (p  0.05).
BAL = balance and coordination, CS-PFP10 TOT = Continuous-Scale Physical Functional Performance-10 total score, END = endurance, LBS = lower-body 
strength, UBF = upper-body flexibility, UBS = upper-body strength.
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0.03, effect size 0.28) by 
Figure. 
Mean Continuous-Scale Physical Functional Performance-10 scores. Values are mean ± standard deviation. *Statistically significant
differences (p  0.05) between C-Leg knee condition and controls. †Statistically significant differences (p  0.05) between Genium
knee condition and controls. ‡Statistically significant differences (p  0.05) between Genium and C-Leg knee conditions. BAL = bal-
ance and coordination, CS-PFP TOT = Continuous-Scale Physical Functional Performance total score, END = endurance, LBS =
lower-body strength, UBF = upper-body flexibility, UBS = upper-body strength.
7.4 percent with Genium use 
(59.6 ± 16.0) compared to C-Leg (55.2 ± 14.8). While 
UBS and LBS scores did not attain the a priori level of 
significance, Genium use resulted in 5.4 percent (p = 
0.09) and 8.1 percent (p = 0.07) improvements in these 
domains, respectively.
Nonamputee control subjects scored higher than sub-
jects with TFA in all five domains and in CS-PFP10 total 
scores. No statistically significant difference was found 
between controls and the TFA group when using the 
Genium except in the endurance domain. Here, the dif-
ference was 22.4 percent (p = 0.05), with subjects with 
TFAs scoring 59.5 ± 16.0 and controls scoring 76.7 ± 
16.9. The control group scored significantly higher than 
the TFA group in four of five domains, all except UBS 
when using the C-Leg. The smallest statistically signifi-
cant difference in this comparison was in the UBF 
domain, which was 13.4 percent (p = 0.01). Control sub-
jects scored 76.8 ± 16.8 when using the C-Leg, while 
subjects with TFA scored 66.5 ± 12.0. Conversely, the 
largest difference of statistical significance in comparing 
controls with the TFA group when using C-Leg was in 
the END domain, which was 28.9 percent (p = 0.01). The 
END domain score for controls was 76.7 ± 16.9 and 54.5 ±
14.9 for TFA subjects using the C-Leg.
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DISCUSSION
The CS-PFP10 is established in terms of validity and 
reliability among older patients [14]. This study repre-
sents its first application in persons with TFA. Therefore, 
some level of face validation is justified in the absence of 
formal validation with this population. To begin with, we 
hypothesized a logical functional difference between 
nonamputee controls and subjects with TFA, and indeed 
this was the case. Specifically, with the Genium, the dif-
ference between subjects with TFA and controls ranged 
from 6.5 percent to 28.9 percent with C-Leg and 1.2 per-
cent to 22.4 percent with Genium across all scores. The 
largest differences between control and subjects with 
TFA, regardless of MPK, were in the domains most heav-
ily reliant upon lower-limb function: END, LBS, and 
BAL (Table 1). The domains with the smallest differ-
ences between controls and TFA were in the upper-body 
domains (UBS and UBF), as may be expected given 
lower-limb amputation. In other subject groups, the CS-
PFP10 has similarly demonstrated plausible scoring. For 
instance, progressively decreasing total scores in nondis-
abled controls stratified by age were identified, as were 
low scores in BAL and LBS in patients with Parkinson 
disease [13]. Face validity is evidenced in this study by 
the ability of the CS-PFP10 to detect difference in the 
lower-body domains, as one expects when comparing 
TFA with nondisabled controls. This increases confi-
dence in the outcomes from the assessment.
All subjects in the study completed all CS-PFP10 
tasks, suggesting no floor effect with this sample. The 
lowest (mean) domain score in this sample was 48.7 
(LBS) from the TFA subjects when using the C-Leg. Fur-
ther, none of the subjects reached peak scores on any 
activity or domain assessed. Specifically, the controls did 
not demonstrate a ceiling effect, providing additional evi-
dence that differences identified in this study are real and 
not artificially constrained by limitations of the assess-
ment. The highest domain score (mean) in the sample 
was 76.8 (UBF) from the nonamputee control group. 
Other studies similarly reported that the CS-PFP10 is at 
low risk of resulting in ceiling and floor effects. For 
instance, Manns et al. evaluated stroke survivors and 
reported no floor effects despite low scores ranging 
across CS-PFP10 domains from 12.8 (LBS) to 20.0 
(UBS) [16]. The same study has so far reported the high-
est scores with this assessment in their control group 
(mean age 54 yr), with scores ranging across domains 
from 71.6 (LBS) to 79.3 (UBF), and no ceiling effects 
were reported. Unlike the UBS score in which no statisti-
cal differences between knees were observed, the UBF 
score significantly improved (7.0%, p  0.01) with the 
Genium. The effect size was at the upper end of the small 
to medium range for this comparison. Tasks contributing 
to UBF domain scoring include donning a jacket in the 
standing position and vertically reaching for maximal 
height to place an object on a shelf with both feet flat on 
the floor. In a sample of high-functioning household 
ambulators with TFA, Theeven et al. reported compara-
ble improvements in upper-limb functional tasks in 
standing when using MPKs [6]. Tasks had functional 
similarity to those assessed here in terms of reaching up 
for shelving access to manipulate loads as well as grocery 
management. Further, tasks in their study were all per-
formed in weight bearing and required successful bal-
ance, similar to this study. Authors discussed confidence 
as a major contributor to the improvements in upper-limb 
functionality [6]. Given that the Genium incorporates an 
axial load sensor to assist in altering knee stability by 
regulating movement resistance, it is possible that this 
feature contributed to improved upper-body reaching 
abilities when completed in weight bearing. Both UBF 
tasks—donning a jacket and vertically reaching—are 
completed while bilaterally weight bearing. In the 
Genium, weight bearing and lack of ambulation triggers 
increased knee stability by increasing flexion resistance. 
Thus, the user can load the prosthesis with assured confi-
dence regarding knee stability, thus donning the jacket in 
less time and reaching higher within a wider base of sup-
port. Because of this stance locking feature (e.g., “intui-
tive stance”), the Genium can accept load during standing 
activities, whereas the C-Leg tends to slowly collapse 
into flexion under comparable loads. Simply stated, the 
more stable the base, the more upper-body activities may 
be supported. Because these tasks overlap fairly obvi-
ously with balance, they are demonstrative of the benefit 
of assessing integrated functional activities.
Findings in the LBS domain revealed an 8.1 percent 
improvement with the Genium that approached statistical 
significance (p = 0.07). Similar to UBS, contributions 
from actual torque production would be unlikely to 
change between the two knee systems since both are 
essentially passive. However, when measured in a func-
tional context, other factors must be considered. Bellman 
et al. reported biomechanical improvements with Genium 
use in a study isolating stair gait [8]. Given that the LBS 
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domain score is composed of six tasks including stair gait 
(Table 1) [12], it is possible that score improvements 
were influenced by stair gait biomechanics. Specific 
research regarding functional stair gait performance and 
stair gait during load carriage is necessary to corroborate 
Bellman et al.’s findings. Another study assessed stair 
ascent using the Ottobock X2 MPK compared with 
NMPKs [29]. The X2 and Genium are comparable 
regarding stair gait function, using flexion/extension 
resistance timing to maximize user climbing ability with 
their own strength as opposed to systems offering exter-
nal-powered assistance [8,29–30]. Persons with TFA 
used a reciprocal stepping strategy with the X2, necessi-
tating greater hip power, corroborating Bellman et al.’s 
findings [8,29]. While both studies demonstrate biome-
chanical improvements and control strategy with this sys-
tem, neither has done so during functional task 
completion, particularly while carrying a load, an activity 
common in daily life. In this study, the LBS domain score 
also involved picking up four scarves from the floor from 
standing and getting up from the floor. Both of these 
tasks require considerable extensor force. The improve-
ments in stair gait may have some functional carryover 
into these two tasks given that patients trained to utilize 
hip extensor force, which is permitted to enable knee 
extension. Additionally, floor sweeping was included, 
which many subjects completed while incorporating 
backward stepping. Backward stepping is another feature 
enabled by Genium that is not advised with the C-Leg 
system given the different toe loading requirements 
between these systems. Componentry and strength are 
both factors that can affect movement performance. For 
example, hip abductor strength training in persons with 
TFA improved functional performance in the Timed “Up 
and Go” test [31]. Both the Genium and the X2 system 
have demonstrated improvements in isolated stair ambu-
lation, suggesting the component without strength train-
ing can change certain functional abilities, likely on a 
per-task basis. However, because LBS scores in this 
study were not significantly different between knees and 
the LBS domain tasks were multidimensional (e.g., stair 
walking with load carriage, rising from the floor), per-
haps a combination of component, functional training, 
and strength training may be required to maximize inte-
grated function and should be investigated.
There was a statistically significant 7.6 percent (p = 
0.03) improvement of small effect size (0.28) in BAL 
tasks with the Genium compared with C-Leg. These tasks 
include carrying loads, getting up from the floor, and 
changing positions, all in weight bearing. Compared with 
C-Leg, the Genium’s sensor array including axial load 
data permits a more rapid transition between swing and 
stance mode [9]. This may enhance stability and improve 
confidence upon weight shifting because of locking or 
increasing flexion resistance under load to prevent a flex-
ion collapse (e.g., fall). The improved functional outcome 
is an ability to complete tasks requiring quick postural 
changes and limb movements such as standing up from 
the floor in shorter time and with greater confidence [6]. 
Other tasks contributing to the BAL score include sweep-
ing and changing laundry from washer to dryer. These 
tasks require multidirectional stepping, load carriage and 
manipulation, and small steps. Because the C-Leg 
requires a considerable toe load and knee extension 
moment to flex the knee for swing [9,32], subjects may 
have difficulty taking small steps and shifting load 
toward the prosthetic forefoot. This is due to difficulty 
meeting the switching criteria when stepping in confined 
spaces. In high functioning users, tasks requiring multiple 
small steps and forefoot loading (e.g., sweeping, chang-
ing laundry from washer to dryer) may be undertaken 
more cautiously with the C-Leg because of considerable 
switching failure instances resulting in low foot clearance 
[9]. In terms of CS-PFP10 performance, increased 
switching failure could lead to lower scores within the 
BAL and possibly other domains. In terms of functional 
implications, this could translate into impairments at the 
activity or possibly participation levels [5]. Specific mul-
tidirectional stepping studies including kinetic analyses 
are needed to learn more about toe loading practices in 
persons using the Genium. Improvements in the BAL 
domain represent multiple tasks that can improve a 
patient’s functional level from independence with ADLs 
to independence with instrumental ADLs [33].
The END domain score is determined by the distance 
walked during a 6 min walk test, which has been used to 
validate numerous prosthetic functional assessments and 
provides a highly standardized endurance measure [34]. 
For the END domain, there was a statistically significant 
difference (p = 0.02, small effect size 0.32) of 8.4 percent 
with Genium use. Interestingly, short (e.g., 6 m) and mid-
distance (e.g., 38 and 75 m) walking tests showed no dif-
ference in perceived exertion or time to completion 
between these knee systems [35]. The endurance require-
ment of repetitive walking for 6 min in addition to the 
duration of the entire CS-PFP10 test (~30 min) is reflec-
tive of prolonged home and community ambulation. In 
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this area, the Genium seems to provide an advantage over 
the C-Leg. This may enable an increase in activity partic-
ipation through return to premorbid activities or explora-
tion of new activities. One example might include 
sustained, aerobic exercise. One possible explanation for 
the increased END domain score is the improved swing 
phase kinematics identified by Bellman et al. [9]. They 
reported a consistent swing phase knee flexion angle 
regardless of walking speed. If a person with TFA has a 
sense of how the knee will flex and extend during swing 
phase when walking and the limb is not braking exten-
sion or flexion prematurely, perhaps the consistency per-
mits a subtle but enhanced ability to sustain walking at a 
faster pace, as was found here. Ambulatory energy effi-
ciency studies have not consistently reported improve-
ments with the C-Leg compared with NMPKs [4]. 
Perhaps the Genium could improve energy efficiency or 
demand during prolonged walking. Further, studies have 
shown that walking exercise in persons with TFA will 
improve functional attributes such as aerobic capacity 
and gait speed [36–37]. Thus, walking exercise could 
improve the END domain and CS-PFP10 scores, but 
more importantly, functional level and participation in 
community and family activities.
Analyzing a sample of control subjects assisted in 
quantifying and visualizing the functional implications of 
TFA in terms of performing ADLs, and more specifically, 
which domains are most affected relative to nonampu-
tees. The CS-PFP10 scores recorded for controls in this 
study (scores ranged 64.3–76.8) were reasonably similar 
to those of control subjects from other studies. For 
instance, Hearty et al. reported scores ranging from 58.7 
to 65.0 in a control sample aged 55 to 64 yr [13]. Manns 
et al. reported a 71.6 to 79.3 score range in their control 
sample aged 54 yr (average) [16]. Differences between 
these samples can be accounted for by the differences in 
range of ages as well as sample sizes. Nevertheless, as 
may be expected, all domains except for UBS were sig-
nificantly lower (p < 0.05) for persons with TFA using 
the C-Leg compared with controls. In contrast, when sub-
jects with TFA accommodated with and used the Genium 
knee system, only the END domain was significantly 
lower (p = 0.05) than the control group, thus reaffirming 
our initial hypothesis that Genium use would result in 
improved performance compared with the C-Leg. The 
effect size of having a TFA and using the C-Leg was 
medium to large in all domains (0.71–1.39) except for 
UBS (0.25) in comparison to the nonamputee control 
group. This reduced to small and medium effects with the 
Genium in the UBS (0.04) and UBF (0.38) domains, 
respectively. It is not surprising that the smallest differ-
ences (percentage and effect size) between TFA and con-
trols were in domains involving the upper limbs. In terms 
of the CS-PFP10 total score, C-Leg use ultimately 
resulted in a significantly lower score compared with 
nonamputee controls (p = 0.03). However, use of the 
Genium system increased scores such that the difference 
between persons with TFA and nonamputee controls no 
longer reached statistical significance (p = 0.14), thus 
disproving our hypothesis from a statistical perspective. 
Essentially, a visually clear trend of functional improve-
ment is identifiable between these two MPK systems, 
whereby the Genium system reduces functional and 
activity impairment in all domains tested in the direction 
of nonamputee controls (Figure). One final reference 
point further corroborates the functional difference 
between knee systems. Cress and Meyer identified an 
independence threshold of 57 (confidence interval: 47.8–
58.6), whereby those scoring below 57 are at increased 
probability of dependence [38]. When using the C-Leg, 
subjects scored 55.2, compared with 59.6 with Genium 
use. Still, there is room for functional improvement in all 
categories. Perhaps further advancement of prosthetic 
technologies, associated rehabilitation, and surgical tech-
niques will continue to close the functional gaps between 
those with TFA and nonamputees. It seems the domain 
least affected by TFA is UBS and the most impairment is 
identifiable within the END domain [37] regardless of 
knee system. Further, the Genium likely contributed to 
functional gains in the LBS, UBF, and BAL domains and 
thereby improved users’ overall activity function, as evi-
dent in the overall CS-PFP10 score.
Subjects with TFA were trained to use the functions of 
both knee systems. Further, they were assessed for inde-
pendence on a series of functional walking abilities in both 
knee systems prior to testing as evidence of their accom-
modation with both knee systems’ respective and unique 
functions. Therefore, functional improvements as mea-
sured by CS-PFP10 scores were very likely attributable to 
true differences in performance and utilization of the knee 
systems as opposed to an order-of-effect bias or a learning 
effect simply from retesting. This is also strengthened by 
the randomized allocation. To objectively determine 
whether an order-of-effect or learning effect occurred, 
comparisons of mean individual domain and total CS-
PFP10 scores were compared post hoc for significant 
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differences (p  0.05; paired, two-tailed t-tests) based on 
the sequence of testing as opposed to the knee used during 
the respective test. No statistically significant differences 
(p > 0.05) were observed in any domain or CS-PFP10 total 
scores based on the sequence of testing. This further rules 
out the risk of order-of effect and any learning effect. 
Moreover, alignments of the knee systems were set to 
manufacturer specification and similar between systems, 
thereby ruling out any stability advantages based purely 
on alignment of componentry.
LIMITATIONS
The CS-PFP10 has been used to assess function with at 
least six diagnostic groups; however, this study repre-
sents the first application in persons with TFA. While the 
assessment has proven to be valid, reliable, and sensitive 
to change in nonamputees, the specific psychometric 
properties, including minimal detectable change related 
to this unique group, are presently unknown and need to 
be established. Therefore, it is unclear whether the differ-
ences observed here meet the threshold for true change or 
are within the bounds of functional variance or measure-
ment error. An additional consideration is the difference 
in duration for accommodation. Investigators attempted 
to mitigate this confounder by providing training and 
assessing for accommodation using industry-preferred 
methodology [39]. Beyond initial training provided for 
each knee, subjects were provided training when neces-
sary and assessed for accommodation to assure optimal 
use of both knees. The result was a difference in the dura-
tion of accommodation and the number of training ses-
sions beyond the initial training provided with each knee. 
To a large extent, these differences are unavoidable when 
subjects have previous experience with one technology 
and the comparator has different functions requiring mas-
tery. Nonetheless, these differences are a factor worth 
considering when evaluating small performance differ-
ences between knee systems. Future studies could con-
sider additional assessments or possibly a no-training 
group to formally assess training effects specifically. 
Also related to accommodation and training, the number 
of training sessions and duration of accommodation pro-
vided in this project were related to a group of indepen-
dent community ambulators who had 1 yr of experience 
with a C-Leg system. Therefore, the amount of training 
and duration of accommodation in persons functioning at 
different levels and transitioning to one of the study knee 
systems from a system not reported here may be com-
pletely different and should be considered with respect to 
the particular patient and their unique abilities. The study 
also did not incorporate blinding. Physical rehabilitation 
interventions are known to be particularly challenging to 
blind, but this should still be a goal in future studies [40–
41]. Additionally, only five nonamputee participants were 
studied, and their ages were diverse. A larger sample of 
controls would offer the ability to better match on key 
variables with the TFA group to better understand differ-
ences between the two groups.
CONCLUSIONS
There were no significant differences in functional 
UBS between nonamputees and persons with TFA 
regardless of knee condition. Compared with the C-Leg, 
Genium use improved the UBF, BAL, and END domains 
of functional performance, likely because of improved 
confidence, willingness to lift and carry greater mass, and 
ability to move faster during activity. These benefits may 
be technologically due to the incorporation of a faster 
processing speed and axial load data assisting in regulat-
ing knee resistance and offering new functions such as 
stance locking and backward stepping. In the LBS, UBF, 
BAL, and END domains, C-Leg use resulted in signifi-
cantly lower scores compared with nonamputees. 
Genium use significantly reduced the magnitude of 
impairment. The only domain in which persons with TFA 
performed significantly lower than nonamputees regard-
less of knee condition was the END domain. In terms of 
total CS-PFP10 performance, C-Leg use resulted in sig-
nificantly lower function compared with nonamputees, 
whereas Genium use was not significantly different from 
nonamputees. Nonetheless, regardless of knee condition, 
persons with TFA did not equal or surpass nonamputees 
in any functional performance domain, suggesting room 
for improvements in TFA integrated functional perfor-
mance. Further, the CS-PFP10 test was able to detect sta-
tistically significant differences of small effect size 
between prosthetic knee conditions, which should be 
interpreted with caution because the test has not been for-
mally assessed in persons with TFA.
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